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DESCRIPTION

When replacing the G board (A-1316-460-A/B/C), remove the 
following transformers from the former board and install them on 
the new board.

The new G board does not contain the transformers, and the 
transformers are no longer available as service parts. (See 
Figure 1.)

Figure 1

Ref. No. Description

T602 Ferrite transformer (PFT)

T604 Converter transformer (PIT)
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SUBJECT: REUSE TRANSFORMERS WHEN REPLACING 
G BOARD

DPMO08-060

MODEL: BVM-D9H1A
BVM-D9H1E
BVM-D9H1U
BVM-D9H5A
BVM-D9H5E
BVM-D9H5U

SERIAL NO: ALL

Italicized information in green applies to 
customers outside the United States.


