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DESCRIPTION

When a unit is used for a long period of time, the G2 voltage may 
fluctuate, changing the white balance. Correct the BVM-D14H1A 
Maintenance Manual, 1st Edition, Section 3-1 as shown in 
Figure 1.

Figure 1
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SECTION 3-1. SET-UP ADJUSTMENT WHEN CRT IS REPLACED
[G2 ADJUSTMENT]

3. Connect an oscilloscope to the cathode whose 
DC voltage of the respective pedestal portion has 
the highest DC voltage.

3. Connect an oscilloscope to the cathode of which 
pedestal DC voltage is lowest.
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MODEL: BVM-D14H1A
BVM-D14H5A
BVM-D14H1E
BVM-D14H5E
BVM-D14H1U
BVM-D14H5U

SERIAL NO: ALL

Italicized information in green applies to 
customers outside the United States.
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